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ABSTRACT 

A  proposal  has  "been  made  for  measuring,  recording  and  analyz- 
ing the  acceleration  experienced  "by  missile  components  and  equip- 
ment through  the  use  of  commercially  availahle  equipment.  Major 
emphasis  is  placed  upon  analyzing  this  acceleration  in  terms  of 
its  power  spectral  density.  This  is  accomplished  hy  "breaking  up 
the  acceleration  signal  into  a  finite  numher  of  hand  widths  hy 
the  use  of  hand  pass  filters.  The  filter  outputs  are  then 
measured  hy  thermocouples  which  as  square  law  devices  give  a 
direct  indication  of  power  spectral  density.   It  is  shown  that 
power  spectral  density  can  he  used  as  a  guide  to  system  design. 

Thesis  Supervisor;    Walter  Wrigley 

Title;  Professor  of  Aeranautical 

Engineering 
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OBJECT 


The  object  of  this  thesis  is  to  propose  a  system  to 
measure,  record  and  analyze,  in  terms  of  its  power  spectral 
density,  the  acceleration  experienced  "by  missile  components  and 
equipment. 
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CHAPTER  I 


INTRODUCTION 


One  of  the  major  problems  confronting  missile  and  high  speed 
aircraft  component  developers  is  the  inadequacy  of  present  systems 
to  measure  and  reproduce  some  of  the  environmental  conditions 
under  which  components  and  equipment  function.  The  simulation 

of  these  environmental  conditions  is  of  importance  if  reliable 

(D* 

missile  components  and  equipment  are  to  he  developed. 

The  Skipper  project  at  the  Instrumentation  Laboratory  of 
Massachusetts  Institute  of  Technology  is  greatly  interested  in 
environmental  testing,  and  in  systems  that  can  simulate  the 
environment  under  which  a  component  functions  during  missile  or 
aircraft  flight.  However,  there  are  many  questions  concerning 
the  design  parameters  of  such  a  system  that  are  as  yet  unanswered. 
It  is  believed  that  the  best  approach  for  obtaining  these  answers 
is  through  meeting  realistic  Military  Specifications. 

The  importance  of  environmental  test  can  be  attested  to  by 
the  emphasis  placed  on  it  by  the  Military.  Environmental  test  by 
itself  cannot  assure  reliability  but  without  it  reliability  is 
not  likely  to  be  achieved.  The  Military  has  therefore  compiled 

a  number  of  requirements  that  components  must  meet  in  order  that 

(2) 
they  be  accepted  as  reliable.     These  environmental  test 

requirements  are  broken  down  into  two  main  divisions.  The  first 

being  non-operating  requirements  (storage  life)  and  the  second 

operating  requirements  (flight  life) ;  of  prime  interest  to  the 


*  Superscript  numerals  refer  to  similarly  numbered  references 
in  Bibliography,  Appendix  C. 
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component  developer  is  the  division  entitled  operating  require- 
ments. As  subheads  under  this  requirement  are  many  factors,  hut 
of  major  interest  in  developing  a  system  for  environment  simulation 
is  the  subhead  entitled  vibration. 

The  situation  example  used  for  this  thesis  is  the  vibration 
existing  in  a  missile.  There  are  many  sources  of  vibration  exist- 
ing in  a  missile  during  flight  such  as  take-off  forces,  booster 
separation,  electronic  equipment  and  aerodynamic  forces.  With  all 
these  contributions,  missile  vibration  appears  to  be  made  up  of  a 
wide  distribution  of  frequencies  with  some  predominating  and  can 
be  stated  as  essentially  a  nonperiodic  phenomenom.  *      However,  to 
call  it  completely  random  is  not  quite  correct,  because  there  is 
a  series  of  shocks  and  pulses  occurring  at  normal  intervals.  So, 
it  appears  that  missile  vibration  is  composed  of  a  predictable 
time  profile  upon  which  is  superimposed  a  random  function, 
(Fig.  1-1).   Therefore,  there  is  coherence  in  the  distribution  of 
acceleration  in  the  frequency  spectrum  among  flights  of  a  class 
of  missiles.  This  means  that  if  a  system  is  developed  that  will 
record  the  distribution  of  acceleration  over  one  missile  flight, 
in  such  a  manner  that  it  is  able  to  be  reproduced,  this  signal 
could  be  used  for  laboratory  simulation  of  environmental  condi- 
tions existing  in  all  flights  of  similar  missiles.  '^2) 

Some  effects  of  the  quasi-random  distribution  of  accelera- 
tion on  electronic  components  are  of  great  importance  as  far  as 
reliability  is  concerned.  Failures  are  likely  to  occur  if  coinci- 
dence is  obtained  between  component  resonances  and  airframe 

(2) 
resonances.   Insofar  as  possible  this  must  be  avoided. 

There  are  Military  requirements  set  down  for  different 
situations  pertaining  to  the  acceleration  under  which  an  elec- 
tronic component  must  function  perfectly  if  it  is  to  be  accepted 
as  reliable.  One  such  requirement  states  that  the  component  must 
function  under  an  R.M.S.  acceleration  of  20  g's  applied  over  a 
frequency  range  of  0  to  2000  cps.  for  30  minutes  in  each  of  three 


1* 
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Pig.  1-1  Coherence  of  Acceleration  Distribution 
Among  Flights  of  Similar  Missiles 


mutually  perpendicular  directions.  This  gives  an  acceleration 
power  spectral  density  of  0.2  g's^jps. 

Therefore,  a  system  that  is  to  record  and  reproduce  this 
environment  must  function  under  the  ahove  specifications  and  must 
also  he  ahle  to  measure  and  record  the  ahove  accelerations  and 
analyze  them  in  terms  of  their  power  spectral  density.  The 
proposed  system  uses  these  specifications  as  its  "basic  design 
parameters. 
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At  the  present  time  acceleration  measuring  systems  do  not 
satisfactorily  cover  the  continuous  spectrum  from  0  to  2000  cps. 
Some  systems  ignore  the  lower  frequencies  and  sweep  from  50  to 
2000  cps  while  others  ignore  the  higher  frequencies  and  sweep 
from  0  to  70  cps.   The  proposed  system  will  endeavor  to  correct 
this  deficiency. 

Consider  the  proposed  system  as  made  up  of  three  parts,  the 
measuring  system,  the  telemetering  or  recording  system,,  and  the 
analyzing  system3  (Fig,  1-2).   The  system  will  only  measure 
accelerations  along  one  axis*  Three  such  systems  will  have  to 
he  used  to  fully  measure  and  reproduce  actual  accelerations. 

For  the  measuring  system  it  is  "believed  that  hy  mixing  the 
outputs  of  two  acceleration  pick-ups,  one  a  high  natural  frequency 
accelerometer  and  the  other  a  low  natural  frequency  accelerometer 
through  suitahle  electronic  amplifiers,  a  flat  response  can  he 
obtained  over  the  entire  range  from  0  to  2000  cps, 

The  combined  output  of  the  two  hands  can  then  he  telemetered 
from  the  missile  to  an  F.M,  multichannel  tape  recorder  system  to 
setup  a  reproducible  recording  of  wide  bandwidth  acceleration 
experienced  by  electronic  components  or  equipment  during  missile 
flight-.  Similarly  it  could  be  directly  recorded  in  a  piloted 
aircrafto 

This  recorded  signal*  or  the  original  combined  output 
signal  from  the  measuring  system^  can  then  be  used  to  drive  a 
wide  band  current  amplifier.  The  output  of  this  amplifier  is 
used  in  two  ways*  First,,  the  amplifier  output  is  used  to  drive 
a  single  thermocouple  to  obtain  the  total  mean  square  accelera- 
tion* Then,,  the  output  is  used  as  an  input  to  a  series  of 
narrow  band  pass  filters  whose  individual  outputs  are  termina- 
ted la  thermocouples »   In  this  way  it  is  believed  that  a  line 
spectral  approximation  of  the  acceleration  power  spectral 
density  can  be  obtained. 
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Pig.  1-2  Wide  Band  Acceleration  Measuring, 
Recording  and  Analyzing  System. 
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Furthermore,,  these  thermocouple  outputs  can  he  amplified 
and  recorded  to  provide  a  time  history  of  a  slowly  varying 
acceleration  power  spectrum  such  as  commonly  found  in  maneuvering 
aircraft  or  missiles  in  flight. 

This  spectrum  of  acceleration  is  not  only  of  use  in  comply- 
ing with  Military  Specifications  hut  may  also  he  used  to  approx- 
imate correlation  functions,  whose  direct  determination  through 
instrumentation  might  he  difficult,  in  order  to  relate  the 
input-output  characteristics  of  a  structure  or  a  component  to 
wide  hand  acceleration. 
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CHAPTER  2 


METHOD  OF  ANALYSIS 


2.1  General 

It  is  shown  in  this  chapter  that  random  accelerations  are 
predictahle  in  a  statistical  sense.   The  statistical  measure  is 
the  power  spectral  density  which  is  defined.  It  is  shown  that 
random  functions  have  £   power  density  spectrum  and  that  the 
analysis  can  he  applied  to  acceleration  measurements. 

A  system's  output  depends  not  only  on  its  input  hut  also 
on  its  Performance  Function.   It  is  shown  that  the  Performance 
Function  affects  the  Power  Spectral  Density  input  and  how  this 
Performance  Function  may  "be  estimated  "by  measurements  of  its 
input  and  output  Power  Spectral  Density. 

An  ideal  filter  will  pass  all  of  the  energy  present  within 
its  "bandwidth.   It  is  shown  that  the  energy  can  he  represented 
hy  the  integral  of  the  power  spectral  density  over  the  hand- 
width.  With  other  than  ideal  filters  it  is  shown  how  the 
frequency  response  affects  the  energy  output.  The  summed  outputs 
of  the  actual  filters  give  a  line  spectral  approximation  to  the 
acceleration  density  spectrum. 

2>2  Randomness  of  Acceleration 

Component  failure  due  to  imposed  accelerations  is  of  prime 
importance  in  missile  design.   It  has  "been  found  that  a  large 
percentage  of  failures  are  due  to  random  accelerations;  accelera- 
tions which  do  not  just  happen  hut  appear  to  follow  a 
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statistical  plan.  They  are  the  result  of  a  finite  number  of 
effects  acting  independently  and  mostly  nonperiodic.   The  sum 
result  is  an  acceleration  which  has  certain  predictable 
characteristics. 

In  Pig.  2-1  a  probability  plot  is  presented  which  shows 
the  possibility  of  certain  magnitude  ratios  occurring.    During 
a  period  of  time,  68$  of  the  instantaneous  acceleration  will  he 
"between  plus  and  minus  one,  about  5$  will  exceed  plus  and  minus 
two,  and  about  0,3$  will  exceed  plus  and  minus  3» 


AH 


-1     0     12     3 

instantaneous  acceleration 
rms  acceleration 


Fig,  2-1  Normal  or  Gaussian  Distribution 


(2) 
Since  the  specified  rms  acceleration  is  20  g's,    peak 

accelerations  of  60  g's  and  greater  should  be  expected 

approximately  0, 3$  of  the  time  period.   It  is  for  this  reason 

that  the  accelerometers  and  associated  devices  should  be  able 

to  withstand  at  least  60  g's. 
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2«3  Acceleration  Power  Density  Spectrum 

A  "basic  yardstick  for  component  design  acceptance  tests 
is  the  "mean  square  acceleration  per  cycle  per  second  bandwidth" 
This  introduces  a  measure  for  comparison  purposes  of  random 
acceleration.  This  measure  is  called  "acceleration  density"  and 
is  defined  as 

2 

limit     g 

Acceleration  Density  ■ Q2— 1 31 

BW-*0     BW 

where  g    is  the  root  mean  square  of  the  average  accelerations 
rms  *       2 

in  the  bandwidth  (BYfJ.  Mean  Square  is  g    and  a  measure  of  the 

N  r  "*■        rms 

power  present  at  frequencies  within  the  bandwidth. 

Acceleration  density  has  heen  given  other  names  but  in 
this  application  it  is  generally  called  Power  Spectral  Density 
(PSD) . 

A  graph  showing  MS  acceleration  vs.  frequency  would  show 
the  effect  of  random  acceleration  at  the  frequencies  of  interest 
during  any  period  of  missile  flight.  Random  means  the  accelera- 
tions would  not  be  exactly  reproduced  during  a  subsequent  run, 
however,  the  Mean  Square  would  be  approximately  the  same  for 
any  identical  period  of  time  during  a  subsequent  missile  run. 

The  Military  specification  called  for  an  acceleration  of 

20  g's       or  less  over  the  frequency  range  0-2000  cps.      '      In 
rms 

terms  of  PSD  this  is 
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(Fig.  2-2) 


(2000-1) 


)2  2 

£gy  ■  0.2  g  /  cps  for  a  flat  PSD  input. 
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(PSD) 


2000 


Frequency  -  cps 


Fig.  2-2  Power  Spectral  Density  vs.  Frequency 


The  dashed  line  indicates  the  flat  PSD  input  to  a  system 
during  a  time  interval  At.  The  output  curve  indicates  the 
measured  PSD  output  of  the  system.   It  is  also  a  plot  of  trans- 
missibility  versus  frequency  for  the  system.  This  is  an 
indication  of  the  amplitude  ratio  portion  of  the  system 
Performance  Function. 

It  can  he  seen  that  peaks  exceed  the  specification  and  are 
close  at  other  points.   Components  should  he  constructed  so 
that  their  natural  frequencies  occur  away  from  these  points 
so  that  damage  is  least  likely  to  he  expected. 
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2.U  Power  Spectral  Density  of  a  Time  Function 

The  different  effects  which  determine  the  accelerations 

experienced  by  the  missile  are  not  constant  for  the  most  part 

during  the  entire  run.  However,  they  are,  as  functions  of  time, 

(3) 


similar  from  run  to  run. 


1  o  6  O  j 


"burning  fuel  effects 

resulting  shift  in  e.g. 

separation  of  booster  phases 

forces  caused  by  guidance  and  control  mechanisms 

take-off 

density  change  effects 

air  turbulence,  pressure  variations 

torsion  due  to  steering  and  stabilizing. 


Therefore,  it  is  assumed  that  the  recorded  accelerations 
obtained  during  the  period  of  a  flight  approximate  accelerations 
experienced  on  any  similar,  subsequent  flight. 

It  is  also  assumed  that  the  run  will  be  broken  into  small 
enough  time  intervals  so  that  the  random  accelerations  can  be 
considered  stationary  during  each  time  interval.  Using  this 
last  assumption  the  following  proofs  are  presented  for  these 
cases  of  wave  forms. 

a.  Periodic  Function 

A  periodic  function  can  be  broken  into  a  Fourier  Series 
which  expresses  the  function  as  a  summation  of  sinusoids 

f(t)  ■  y         (an  cos  oj^t  +  b^sincj^t)         [2-2] 
o 

Power  occurs  at  discrete  frequencies  (*->n  =  — — -  and  at 

2     2 
each  frequency  equals  (a   +  b  ). 
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The  total  power  =  Limit      /     f2(t)dt  ■  /      (a2  +  b2)  [2-3] 

T^-co/  L —       an 


Average  power  = 


T    (a2  +  b2) 

^ —       n         n 

2T 


[a-*] 


Power 


Li 


0       123^56       7       89       10 

n 

Fig,  2-3  Power  Spectrum  for  Periodic  Function 


p.  Nonperiodic  function 

A  nonperiodic  function  that  is  zero  at  ±00  cannot  he 
hroken  into  a  Fourier  Series  but  it  can  be  expressed  as  a  sum 
of  sinusoids  by  the  Fourier  Transform  ,F  (go  )  . 

.00 
gL.  /   f  (t)  e"iuJt  ( 


-00 


then 


.00 


f(t) 


_/   N   ioot  , 
F(uj)  e     dto 


C2-6] 


-00 


2k 


Power,    |f(co)      occurs  continuously  over  all  frecjiencies  and 
total  power  is 


CO  ryi 

y(co) 


2  du)&  Hmit  £.    /        f  (t)2  dt  ,-         ] 

F(co  j   is  defined  as  the  "power  spectral  density"  of  f(t) 

c.  Bandom  Function 

Consider  now  a  nonperiodic  function  which  is  finite 

Kt)<2.    ot 
"blows  up  so  the  Fourier  Transform  does  not  work.   ~°° 
It  cannot  he  expressed  as  a  Fourier  series. 

\  I    P  P  P 

However,   a  <§(caj)  corresponding  to     F(u))|       or   (a    +  h  )   can 
he  gotten  and  this   turns  out  to  he  the  Fourier  transform  of 
9$  (T"),    the  correlation  function. 

^(T)  =  Mtp~/     f(t)   f(t+>)dt  [2-g] 


-T 


and 


CO 


$(u))   =     ^    /       ^   (r)   e"1^  d~r  [2-9  J 

T 


2tt 

^-co 

limit       1 


Average  Power  =*  2T     /      f  (t)   dt     *  d  (O)  [2-loJ 


icov 


and  <fi  (O)   =     /^(ui)eiljV  dcj   =    /§(uj)cko  [2-llJ 


-co 


<-00 


Again,  ^>  (u>)  is  the  "power  spectral  density"  of  f  (t). 
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It  can  "be  shown  that  correlation  function  analysis  applies  to 
all  three  cases,  and  results  in  repeated  spikes  for  the 
periodic  case  which  show  up  as  lines  of  finite  area  in  a  Power 
Spectral  Density  function. 

Thus  it  can  "be  seen  that  random  acceleration,  if  considered 
stationary,  can  he  expressed  in  terms  of  power  spectral  density. 

2.5  Effect  of  Performance  Function  on  Power  Spectral  Density  ' ' 

In  this  section  it  is  sho'-m,  by  methods  similar  to  those 
used  in  Article  2.4,  that  the  Performance  Function  of  a  system 
subject  to  an  input  operates  on  this  input  to  produce  a  new 
Power  Spectral  Density  function.  It  is  further  shown  that  if 
the  input  and  output  functions  are  known  an  estimate  of  the 
Performance  Function  can  "be  made. 

Take  the  function  f(t)  previously  discussed  in  Article  2.4. 
The  average  f  is 

rv 


f 
av 


■n1!   fi  [2"12] 


L=.l 


where  f.  is  the  value  of  f(t)  sampled v\  times. 

The  Mean  Square  of  f (t)  is  obtained  by  a  similar  method. 

a 

Ul 
The  Correlation  Function  of  a  time  function  is  defined  as 
the  time  average. 


(CF)f  = 
and  it  can  be  seen  that  f or  "V  =  0 

[msI  f    -      [CW£]  [2-15] 
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But  (CF)f  is  defined  in  the  time  domain  and  in  order  to 
derive  a  frequency  analysis  it  is  necessary  to  define  the  Fourier 
Transform  of  the  correlation  function  as 

(PSD)f     ■   [Fourier  Transform]  [(Correlation  Function)  „"]  [2-I6] 
from  thiss 

(P8D)f  -  -i-  /      C(CF)f]   e"1^  dr  [2=17] 

and  (PSD)f  is  the  Power  Spectral  Density  of  f(t). 

Since  (CF),,  is  an  even  function  of  T  the  following  can  he 
said: 

/oO 
[(CF)f]    COSGJ>d>  L2-18] 

which  is  the  same  as 


00 


(PSD).     =  —  /  [(CT)J  cobcjvJv  [2-19] 


f  -jr     /  ^~  'f 


from  eq.  [2-16] 


(OF)       »     [FTj  ""1       [(PSD),]  [2-20] 


f 


•00 


£    /  [(PSD)fJ     e^du  [2-21] 
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again  as  in    [2-18] 


oo 


[(PSD)f]     cosuj>  du> 
From  [2-15]     when  >    =  0 

[MS]  f     =       /         C(PSD)fl     dU) 


[2-22] 


[2-23] 


(PSD) 


Co 


OJ, 


(PSD) 


average 
from 
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Fig.  2  -   k    Power  Spectral  Density  of  a  Time 
Function  vs.  Frequency 


From  Fig.  2-1+  it  can  "be  seen  that  from   cj,  to  oo2 


[2-2!*] 


Transposing: 


(MS) 


Aw 


[(PSD)f]Av 


Auj 


[2-25] 


This  means  that  the  average  power  spectral  density  over  a 
hand  of  frequencies  is  the  total  Mean  Square  in  the  bandwidth 
divided  by  the  length  of  the  bandwidth. 

Using  the  preceeding  results,  the  effect  of  Performance 
Function  on  (PSD)^  is  now  obtained: 


■in 


(PF) 


Lout 


Lout 


(PF)s  (qin) 


I2-2Q 


Transposing; 


Lout 


Lin 


(PF) 


[2-27] 


but 


(PF) 


j(PA) 
(AR)  e  9 


[2-28] 


where     (AR)    is  Amplitude  Ratio 


and 


(PA)    is  the  Phase  Angle 
s 


as  a  Function  of  oj 


u> ■*- 


CO 


Fig.   2-5     Frequency  Response  of  System 


From  eqs.      [.2-26 J       and       S-lj] 


(MS) 


Lout 


(PF)"        (MS) 

s  q 


in 


[2-291 


substituting  [2-28^] 


(MS) 


lout 


AR  (MS) 

si  q 


in 


[2-30] 


from     [2-2  5] 


(MS) 


(MS), 


(PSD)  =  and   (PSD)  =     

qin  AoJ  ^out  A  U) 
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and   from    ["2-30) 


(MS) 


Lout 


AR 


(PSD)  (AUj) 


Lin 


[2-31] 


substituting  again  from  [2-2  5^| 


(PSD) 


lout 


AR 


(PSD) 


Lin 


[2-32] 


Transposing 


(PSD) 


out 


(PSD) 


in 


AR 


[2-33] 


Thus,  at  any  fixed  CO  ,  measuring  (PSD) .   and  (PSD)      will 

12  in         out 

at  that  UJ   .   Repeating  this  and  varying  co 

from  zero  to  infinity  will  result  in  the  amplitude  ratio 

portion  of  the  system  Performance  Function.  We  are  not 

interested  in  the  phase  angle  since  phase  information  is  lost 

in  the  thermocouple  measurement. 

If  AR   were  that  from  a  linear  system  its  phase  and  time 
s 

response  are  unique. 


2,6  Effect  of  Filters  on  Power  Spectral  Density 

a,   Ideal  Filter (5) 

Let  f (t)  he  the  input  to  ah  ideal  "bandpass  filter 
whose  frequency  response  is  A(jtj)  with; 


A(jcj) 


^1 


0  co2    <  UJ   <    CO    1 


[2-34] 
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Say  g(t)   is  the  output  of   the  filter  and  let  its  transform  he 
G(co) 


oo 


G(oj) 


2tt 


g(t)e"iwt     dt 


-oo 


also  G(oo)  =     A(jcj)     F(u)) 


[2-35] 


I2-36] 


The  total  energy  output  of  the  filter  is  that  part  of  the 
energy  of  f(t)   lying  in  the  frequency  band  CO ,    to  G02     and  is 
given  by 


OO 


CO 


g?(t)    dt     =       /    I  G(oo)  |         doo 


-oo 


-co 


substituting  from  [2-36] 


00 


-CD 


OO 


-OO 


Since    A(jtj)         =   1  or  0 


00 


•00 


g2(t)   dt     *     /    I  F(uj)  I         dw 


[2-37J 


g2(t)    dt    =         /|A(joo)|         |f(u>)|        du  [2-38] 


[2-39] 


2-iJO] 


thus  the  energy  of  f(t)    lying  in  the  band  co  ,   tou)?   is  given  by 
the  integral  of  PSD  over  GO .    to  GO  _  and  the  total  energy  of 

/■"CO  2 

f(t)   =     /|F(u))|  '      duo.  [2-1+1] 
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Therefore,  the  mean  square  acceleration  (or  energy)  of 
f (t)  lying  in  the  frecmency  hand  0-2KC  is  equal  to  the  summation 
of  mean  squares  as  measured  hy  the  ideal  handpass  filters  which 
fully  cover  this  bandwidth. 

h)  Actual  Filter 

The  filter  designed  in  Article  5.3  does  not  have  the 
frequency  response  of  the  ideal  filter.  Squat ion [2- 12J.   Its 
response  is  plotted  in  Fig,,  B  1  and  it  can  he  seen  that  the 
response  falls  off  on  either  side  of  the  center  frequency.  Thus 
Equation  [_2-l6j  becomes 

g2(t)dt     =  /  IarI        |f(gj)|       dui  [2-U2] 


-00        ^-00 
Bandwidth  filters  with  appropriate  characteristics  can  be 
properly  overlapped  so  that  the  Mean  Square  approximation  is  a 
sufficient  representation  of  the  energy  present. 


Mean  Square 
Acceleration 


r^ZKC 


J  0 


du>        [2-^3] 


In  subsequent  chapters  it  will  be  shown  how  and  in  what 
terms  acceleration  is  measured  so  that  values  for  [2-U2jand 

[2-^3]  c&Ii  oe  computed.   [2-H2]  is  the  Mean  Square  accelera- 
tion within  the  bandwidth  GO-,  to  c^J  and  when  divided  by  the 
bandwidth  is  the  Power  Spectral  Density  for  the  bandwidth. 
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CHAPTER  3 
VIBRATION  TRANSDUCERS 


3»1  General 

When  it  "becomes  necessary  to  measure  complex  and  severe 
vibrations  a  transducer  of  some  type  should  "be  employed.  For 
present  day  measurement  of  vibrations  on  typical  miniature 
components  a  very  small,  accurate  and  rugged  transducer  is 
desired.  A  large  number  of  specialized  transducers  are  avail- 
able for  use  under  particular  operating  environment.   In  order 
to  measure  the  frequency  and  magnitude  of  vibration  in  a 
particular  device  the  engineer  must  select  the  transducer  that 
is  best  suited  for  his  job. 

This  selection  in  general  should  be  guided  by  the  follow- 
ing parameters: 

1)  the  type  of  input  to  be  measured; 

2)  the  freqxency  range  of  this  input; 

3)  the  amount  of  space  available  for  mounting; 

k)      the  allowable  weight,  in  order  that  the  transducer 
will  not  affect  appreciably  the  output  of  the 
device  to  be  measured; 

5)  the  operating  temperature  range; 

6)  the  dynamic  performance; 

7)  the  availability; 

g)  the  cost  and 

9)   its  compatibility  with  the  rest  of  the  system. 
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Considering  the  above  selection  parameters  with  relation 
to  this  system,  a  self  contained  electrical  signal  generating 
transducer  seems  to  he  the  optimum.  This  type  of  transducer 
converts  either  directly  or  indirectly  the  vibration  energy  into 
an  equivalent  electrical  energy,  This  electrical  energy  is 
especially  useful  when  continuous  records  of  vibration  are 
required  because  of  its  direct  use  with  commonly  available 
electrical  recording  equipment. 

With  this  type  of  transducer  in  mind  the  field  can  be 
further  narrowed  down  by  the  type  of  measurement  that  is  desired: 

1)  vibratory  displacement; 

2)  vibratory  velocity  or 

3)  vibratory  acceleration 

Normally  vibratory  displacement  and  vibratory  velocity 
transducers  can  be  ruled  out  for  measuring  complex  missile 
component  vibrations.  The  self  contained  vibration  displacement 
instrument  would  be  excessively  large  and  would  have  frequency 
limitations  in  the  operating  range*   The  velocimeter  would  have 
both  high  and  low  frequency  limitations. 

Therefore,  where  complex  missile  component  vibrations  are 
to  be  measured,  it  is  believed  that  acceleration  measurement  is 
the  most  advantageous.   This  is  also  borne  out  by  the  require- 
ments set  forth  in  the  Military  Environmental  Test  Requirements, 
as  stated  in  Chapter  1.   Thus  a  self  contained  electrical 
signal  generating  acceleration  type  transducer  called  an 
accelerometer  was  selected  as  the  pick-up  for  the  measuring 
system. 

3»2  Accelerometer 

An  accelerometer  is  a  linear,  single-degree-of-freedom 
electro-mechanical  device  that  when  used  below  its  natural 
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frequency  generates  a  voltage  proportional  to  accelerations  to 
which  it  has  "been  subjected.  The  differential  equations  of 
motion  and  characteristics  are  treated  in  many  standard  and 
classical  texts  and  will  not  he  discussed  in  this  thesiSo 

The  "best  type  of  accelerometer  must  he  selected  from  the 
many  types  available.   The  choice  of  the  particular  type  again 
depends  on  the  selection  parameters  noted  earlier  in  the 
chapter. 

It  is  desired  to  have  an  accelerometer  that  will  accept  a 
maximum  acceleration  of  60  g's  or  greater  with  a  frequency 
range  of  0  to  2000  cps  and  whose  frequency  response  is  flat 
over  this  range -  The  maximum  acceleration  figure  was  selected 
"because  statistics  indicate  that  only  a  small  numher  of 
acceleration  peaks  will  exceed  this  figure.  This  has  "been 
discussed  in  Chapter  2,  Article  2,2.  The  frequency  range 
requires  an  accelerometer  with  a  natural  frequency  of  around 
k)00  cps  or  greater-   This  natural  frequency  is  easily  accom- 
plished with  commercially  availahle  accelerometers  at  the  cost 
of  an  attenuated  output  signal  at  low  frequencies. 
Therefore,,  it  will  he  necessary  to  improve  the  low  frequency 
response  of  the  wide  hand  accelerometer.  To  accomplish  this  it 
has  "been  decided  to  employ  a  second  accelerometer  of  low 
natural  frequency.  The  outputs  of  the  two  accelerometers  are 
combined  in  such  a  manner  as  to  give  a  flat  frequency  response 
over  the  desired  range. 

The  possibility  that  the  high  frequency  limitation  of 
2000  cps  might  he  raised  for  future  studies  has  also  influenced 
the  selection  of  the  dual  accelerometer  measuring  system. 

Considering  now  the  many  types  of  commercially  availahle 
accelerometers  in  the  light  of  the  selection  parameters  and  the 
desired  performance  discussed  above,  the  optimum  accelerometer 
combination  will  be  selected. 
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The  resistive  or  the  potentiometer  accelerometer  is  useful 
at  low  frequencies  hut  is  frequently  large  and  requires  a 
fairly  large  input  energy.   Its  output  sensitivity  is  high,  hut 
the  signal  is  noisy  due  to  stiction  effects,  Thus  it  was  ruled 
out  as  a  possible  low  frequency  accelerometer.-  Many  of  the 
other  types  of  accelerometers  may  also  he  ruled  out  "because  of 
their  size  and  frequency  limitations.  However,  it  does  appear 
that  two  types  of  accelerometers  meet  the  selection  parameters. 
They  are  the  piezoelectric  and  magnetic  types, 

3.3  Piezoelectric 

The  piezoelectric  principle  is  particularly  suited  for 
accelerometers  in  component  testing  of  guided  missiles. 

The  principle  is  that  effect  which  exists  when  an  asym- 
metrical crystalline  material,  acted  upon  by  a  mechanical  force 
or  stress,  developes  an  electric  potential  upon  certain  surfaces 

through  the  changing  of  its  dimensions.   A  crystal  that  has 

(12) 
this  property  is  called  a  piezoelectric  crystal.      When  the 

crystal  is  employed  in  an  accelerometer  the  accelerometer  is 

very  directional  in  nature;  the  sensitive  direction  is  called 

the  input  axis.   It  is  almost  insensitive  to  acceleration  applied 

at  angles  perpendicular  to  the  input  axis.  The  amount  of 

sensihility  to  these  perpendicular  accelerations  is  called 

crosstalk. 

The  most  common  piezoelectric  crystals  are  quartz,  which 

occurs  in  a  natural  state,  Rochelle  salt  and  "barium  titanite, 

(12) 
which  are  synthetic. 

The  natural  crystals  have  the  advantage  of  very  low  leakage 
which  when  used  with  a  very  high  impedance  input  amplifier, 
permits  the  measurement  of  slowly  varying  forces.   They  are 
capable  of  operating  with  reasonahly  low  frequency  variations  as 
well  as  withstanding  high  temperature  and  more  rugged  applications, 
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such  as  shock.   ' 

One  of  the  difficulties  in  the  use  of  natural  piezoelectric 
crystals  as  transducers  is  that  the  outputs  are  relatively 
small  in  magnitudes  for  most  applications  and  this  requires  the 
use  of  amplifiers  and  other  circuitry  including  connecting 
cables  which  are  capable  of  introducing  errors. 

Errors  are  produced  by  the  capacitance  of  the  connecting 
cables  in  the  input  circuit  of  the  amplifier,  and  it  is  generally 
desired  to  place  the  amplifiers  as  close  to  the  piezoelectric 
transducer  as  possible  since  shorter  leads  will  usually  improve 
the  response  characteristics. 

Synthetic  crystals,  on  the  other  hand,  have  a  marked 
advantage  of  greater  output  sensitivity,  higher  output  for  a 
given  force.  They  are  also  able  to  be  constructed  in  almost 
any  given  size  or  shape.  But  they  are  usually  unable  to  with- 
stand high  mechanical  strain  directly  without  fracture,  and 
they  deteriorate  more  rapidly  at  high  temperatures  than  natural 
crystals. 

Rochelle  salt  has  a  large  piezoelectric  effect  so  that 
these  accelerometers  have,  as  a  rule,  high  sensitivity.  Another 
great  advantage  of  Rochelle  salt  is  that  it  is  possible  to 
construct  the  crystal  elements  with  a  relatively  small  internal 
impedance,  so  that  the  accelerometer  can  stand  being  loaded  by 
the  capacitance  of  a  cable  between  the  accelerometer  and  a 
subsequent  amplifier,  and  the  input  impedance  of  the  amplifier 
need  not  be  extraordinarily  high  in  order  to  obtain  f requency 
linearity  even  at  the  lower  frequencies. 

Properly  prepared  and  polarized,  barrium  titanite  also 
combines  a  uniformly  high  piezoelectric  effect  with  large 
capacity  and  electrical  stability  as  well  as  good  mechanical 
strength.   Its  strength,  when  exposed  to  pressure,  can  be  used 
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when  constructing  accelerometers  by  allowing  the  weight  to  press 
on  a  relatively  small  piezoelectric  crystal,  so  that  this 
crystal  is  exposed  to  pressure  variations  when  experiencing 
accelerations.   '  (Fig.  3-1) 

Piezoelectric  elements  are  also  somewhat  less  subject  to 

change  in  sensitivity  from  aging  than  other  types  of  primary 

(12) 
elements  and  need  only  infrequent  recalibration, 

Therefore,  in  selecting  a  high  frequency  accelerometer  for 
this  wide  band  acceleration  measuring  system  a  synthetic  crystal 
piezoelectric  accelerometer  was  chosen,  This  accelerometer 
will  accept  a  high  maximum  acceleration,  has  an  excellent  high 
frequency  response  and  is  small  and  light  weight.   Typical 
commercially  available  accelerometers  of  this  type  are 
manufactured  by  the  Endevco  Corporation  ■"     and  the  Gulton 
Manufacturing  Corporation. 

A  low  frequency  accelerometer  must  now  be  chosen  from  the 
magnetic  group  that  is  compatible  with  the  selected  high 
frequency  one. 


3,k  Magnetic 

Accelerometers  of  this  type  are  more  common,  and  all  have 

the  same  feature  of  depending  on  variations  of  magnetic  flux 

(8) 
linkages  with  a  coil  or  a  system  of  coils.     They  exhibit 

many  advantages  including  the  comparatively  small  amount  of 

mechanical  energy  that  is  usually  required  to  operate  them. 

This  results  in  small  mechanical  loading  effects.   These 

electrical  characteristics  can  be  varied  over  a  wide  range 

permitting  satisfactory  operation  with  long  connecting  cables. 

However,  although  they  give  very  good  accuracy  at  low  frequency 

ranges,  they  are  severely  limited  in  high  frequency  applications. 

The  more  common  of  the  magnetic  acceleration  transducers  are  the 
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Pig.  3  "  1  Pictorial  Diagram  of  a  Piezoelectric  Accelerometer 
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variable  reluctance  and  the  differential  transformer  types  used 
in  a  suppressed  carrier  electronic  system. 

The  variable  reluctance  accelerometer  is  as  the  name 
implies,  based  on  any  principle  for  changing  the  reluctances 
associated  with  magnetic  circuits  so  that  motion  of  the  moving 

element  causes  flux  lines  to  cut  the  turns  of  a  coil  system  as 

(8) 
they  shift  from  one  magnetic  path  to  another.   '  They  are 

typically  constructed  to  contain  two  active  inductive  bridge 
arms.  Each  arm  is  wound  with  a  magnetic  shield  which  is 
provided  with  an  air  gap.  This  air  gap  is  controlled  in  rela- 
tionship to  the  applied  acceleration  by  a  moving  element.  The 
moving  element  is  a  seismically  suspended  magnetic  armature. 

The  characteristics  of  the  variable  reluctance  transducer 
enable  it  to  accept  high  accelerations  and  also  enable  it  to  have 
a  high  natural  frequency.  This  is  accomplished  with  an  instru- 
ment that  is  very  small  in  volume.   These  factors  are  desireable 
for  this  system. 

In  the  case  of  the  differential  transformer  accelerometer, 
the  magnetic  flux  field  varies  by  causing  the  permeability  of 
the  materials  through  which  the  field  is  conducted  to  change. 
These  variations  are  induced  differentially  into  several  second- 
ary coils  which  are  mounted  in  a  manner  so  as  to  oppose  one 
another.  The  typical  differential  transformer  accelerometer 
consists  of  a  single  primary  and  two  secondary  coils,  connected 
as  stated  above  in  series  opposition.  Within  the  air  gap  of 
this  air  core  transformer  is  a  small  seismically  supported 
magnetic  mass.  The  position  of  the  mass  is  determined  by  the 

accelerations  to  which  it  has  been  subjected,  which  in  turn 

(21) 
controls  the  unbalance  of  the  two  output  coils.      The 

characteristics  of  the  differential  transformer  are  in  general 

less  favorable  although  it  does  have  a  greater  output  sensitivity. 

Its  acceptable  maximum  acceleration  and  natural  frequency  are 
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usually  lower  than  a  variable  reluctance  accelerometer  of  the 
same  size. 

It  seems  as  if  either  accelerometer  with  the  appropriate 
circuity  could  he  used  for  this  system.  Both  are  small  and 
lightweight,  have  acceptahle  output  sensitivities  and  require 
excitation  voltages  and  frequencies  that  are  compatahle  with 
missile  power  systems.  However,  due  to  the  higher  natural 
frequency,  and  therefore  the  extended  frequency  range  of  the 
variahle  reluctance  accelerometer  it  is  "believed  that  it  is 
"better  of  the  two  low  frequency  magnetic  accelerometers  for 
this  system. 

Various  manufacturers  such  as,  Gulton  Industries 
and  North  American  Instruments,  Incorporated  ■"     produce 
this  type  of  accelerometer. 

3*5  Typical  High  Frequency  Accelerometer 

The  high  frequency  acceleration  transducer  that  is  to  he 
normalized  for  use  in  this  system  is  of  the  synthetic  crystal 
piezoelectric  type.   Its  acceptahle  range  of  characteristics, 
which  is  a  composite  of  commercially  availahle  accelerometers, 
are  as  follows: ^15)^1T) 

Natural  frequency;  >  ^4000  cps 

Frequency  range;  10  -  2000  cps 

Sensitivity;  5  -  15  mv/g 

Linearity;  <  ±  5  percent 

Acceleration  range;  —  60  g's 

Crosstalk:  <  5  percent 

Temperature  range:  -  65°  F  to  200°  F 

Weight:  <  3  oz. 


*5 


Its  equivalent  circuit  is 


■*0 


R. 


Pig.  3-2  Equivalent  Circuit  of  a 
Piezoelectric  Accelerometer 


Topical  values  for  the  constants  in  Pig.  3-2  are; 


(£*>) 


RA  100  -   1000  megohms 

0A  300^V 

Cc  W>^ufyjrt 

In  Pig.    3-2,   E^     is  a  voltage  generated  proportional  to  the 

acceleration  to  which  the  accelerometer  is  subjected*      C.    is 

A 

the  capacity,  HA  is  the  effective  load  plus  leakage  resistance, 
and  Cq  is  the  effective  cable  capacitance.   The  low  frequency- 
cut  off  of  the  accelerometer  is  determined  by  C.  ,  C_  ,  and  R. 

AC        A 


\\ 


while  the  high  frequency  cut  off  is  determined  by  its  natural 
frequency.   The  natural  frequency  required  of  the  high  frequency 
accelerometer  for  this  system  is  very  low  compared  to  those 
available  commercially. 

The  typical  performance  curves  are  the  results  of  these 
characteristics.   (Fig.  3-3,  \    5) 

3.6  Typical  Low  Frequency  Accelerometer 

The  variable  reluctance  acceleration  transducer  was 
selected  for  the  low  frequency  accelerometer  in  this  system. 
Its  acceptable  range  of  characteristics  which  is  a  composite  of, 
and  therefore  compa table  with,  commercially  available  accel- 
erometers,  are  as  follows   ^  '*  *': 

Natural  frequency:  30  -  300  cps 

Frequency  range;  0  -  100  cps 

Excitation  voltage:  1-25  volts 

Excitation  frequency:  *K)0  -  5OOO  cps 

Sensitivity:  0.5-20  mv/g/V. 

Linearity:  <^  ±  5  percent 

Acceleration  range:  —  60  g's 

Crosstalks  <  5  percent 

Weight:  <  3  oz. 

The  frequency  range  above  represents  the  maximum  that  can 
be  obtained  with  the  maximum  natural  frequency  listed.  However 
a  more  limited  frequency  range  may  be  used. 

From  static  sensitivity  tests  of  a  typical  low  frequency 
accelerometer  it  was  found  that  the  output  sensitivity  in 
rav/g/V.   t  varied  linearly  with  carrier  frequency  to  a 
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maximum  of  HOOO  cps.   (Fig.  3-6).   The  data  for  Pig.  3-6  can 
"be  found  in  Appendix  A. 

These  tests  were  conducted  an  a  type  A- 10  accelerometer 

manufactured  "by  Dynamic  Measurements  Co.  and  obtained  from  Test 

(29) 
Equipment  Sales  Co..    '  An  input  acceleration  of  1  g,  and  a 

constant  input  voltage  of  6  volts  was  used,' 

Selecting  a  typical  carrier  frequency  of  3000  cps;  the 
resulting  output  was  17  mv/g.  This  value,  used  in  connection 
with  the  typical  characteristics,  was  tne  basis  for  the  perform- 
ance curves  on  the  low  frequency  accelerometer.  (Fig.  3~ 7»  8) 

The  typical  carrier  frequency  value  of  ?O00  cps  was  chosen 
because  it,  with  its  possible  side  bands,  is  safely  above  the 
required  maximum  acceleration  frequency  measured  by  this  system. 
This  fact  is  used  as  a  basic  parameter  for  another  method  of 
measuring  and  recording  wide  band  accelerations,  discussed  in 
Chapter  6,  Article  6*5. 

With  the  range  of  characteristics  now  selected  for  both 
the  high  and  the  low  frequency  accelerometers,  it  appears  that 
through  the  use  of  appropriate  circuitry  the  frequency  responses 
of  both  may  be  controlled  and  combined  to  obtain  a  flat  response 
from  0  to  2000  cps.  as  in  Fig.  3~9*  Here,  the  output  of  each 
accelerometer  is  passed  through  the  appropriate  gain  stage  and 
high  or  low  pass  filter  to  obtain  the  indicated  broadband  flat 
response. 
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CHAPTER  k 
WIDE  BAND  ACCELERATION  MEASURING  SYSTEM 


U. 1  General 

The  purpose  of  the  measuring  system  is  to  combine  the  out- 
puts of  the  selected  high  and  low  frequency  accelerometers  in 
such  a  manner  as  to  give  a  flat  frequency  response  over  the 
desired  range.  This  is  done  by  controlling  "both  the  low 
frequency  cutoff  of  the  high  frequency  accelerometer  and  the 
high  frequency  cutoff  of  the  low  frequency  accelerometer  in 
such  a  manner  that  when  the  two  outputs  are  added  together  a 
flat  frequency  response  developes.  This  normalized  signal  is 
then  to  he  controlled  in  such  a  way  as  to  make  it  acceptahle 
to  telemetering  and  recording  equipment,  or  in  the  ahsence  of 
this  link,  acceptable  to  the  analyzing  system  directly. 

This  chapter  will  specify  the  desired  characteristics  of 
the  necessary  components  and  how  they  should  he  tied  together 
to  give  a  normalized  acceleration  signal.  (Pig.  N-l) 

Noise  will  "be  introduced  at  various  parts  of  the  measuring 
system.  One  of  the  sources  of  this  noise  is  from  the  connect- 
ing cables.   The  most  common  cause  of  noise  in  cables  comes 
from  the  "build-up  of  static  charge  on  the  outer  shield  as  a 
result  of  friction.  When  the  cable  undergoes  vibration,  spurious 
voltages  may  "be  developed  which  could  possibly  be  mistaken  for 
acceleration  signal.  This  is  particularly  true  for  the  high 
frequency  accelerometer.  Therefore  it  is  best  to  use  short 
cables  having  a  high  flexibility,  low  capacitance,  small  size, 
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and  good  low  noise  characteristics.      Noise  will  also  be 
introduced  from  the  various  electronic  components.   It  is  assumed 
in  this  study  that  noise  has  a  flat  power  spectrum  over  the 
measured  frequency  range  and  therefore  has  equal  weight  through- 
out the  measured  acceleration  power  spectrum.   It  is  also  assumed 
that  the  level  of  this  noise  signal  is  small  and  this  has  little 
effect  on  the  normalized  output.  However,  all  electronic 
components  should  have  as  low  a  noise  figure  as  possible. 

k,2     High  Frequency  Branch 

The  high  frequency  branch  of  this  measuring  system  is 
composed  of  a  high  frequency  accelerometer,  a  cathode  follower 
and  a  wide  band  amplifier.  (Fig.  4-2).  The  output  from  this 
branch  is  fed  to  a  summing  network,  where  it  is  combined  with 
the  output  of  the  low  frequency  branch. 

a)  Accelerometer 

Using  a  high  frequency  accelerometer  whose  character- 
istics stay  within  the  bounds  as  set  down  in  Chapter  3»  "but 
which  has  specific  values  obtained  from  a  composite  of  this 
type  of  accelerometer  for  these  characteristics,  is  the  starting 
point  for  this  branch.  These  specific  values  are  as  follows: 

Natural  Frequency:  J-1000  cps 

Frequency  range:  10  -  2000  cps 

Sensitivity:  10  mv/g 

Acceleration  range:  60  g's 

The  output  of  this  accelerometer  is  then  fed  by  a  cable  to 
a  cathode  follower.  The  selection  of  this  cable,  as  stated 
before,  will  be  a  factor  if  accurate  readings  are  desired. 

b)  Cathode  Follower 

The  cathode  follower  is  in  the  high  frequency  branch 
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to  supply  the  necessary  input  impedance  to  maintain  a  minimum 
low  frequency  cutoff  point  for  the  piezoelectric  accelerometer, 
if  it  is  desired. 


Fig.  U-Ua 


The  "basic  circuit  of  the  cathode  follower  appears  in 

b  Ebb 


T 


4    i 


K 


T 


a)     Basic  Circuit 


-WW 


^U<L 


7T& 


^sU+   | 


h)  Voltage  Source  Equivalent 

Pig.  k  -  k    Basic  Cathode  Follower 

In  this  figure  IL,  is  the  plate  supply  voltage,  <2*L  is  the 
input  voltage,  <2.0  is  the  output  voltage,  <2C  is  the  grid  to 
cathode  voltage,  i,  is  the  plate  current  and  R_  is  the  load 
resistance.  With  an  increase  in  e*u,  i.  tends  to  increase 
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causing  an  increase  in  <£.  .  Therefore,  when  operating  within 
the  linear  range  of  the  tube   characteristics  a  change  in  the 
input  voltage  gives  a  corresponding  change  in  the  output  voltage.-5  ' 

The  amplification  of  the  cathode  follower  is  always  less 

than  unity  "because  the  change  in  0.       requires  a  change  of  <Zt 

to  produce  it  and  the  change  of  e.   is  the  sum  of  the  changes 

of  <Z       and  Q,      .  This  can  he  seen  from  a  voltage  source 
c       o 

equivalent  diagram  of  the  cathode  follower,  Fig.  tl-tyb.   In  this 
figure,  jU      is  the  amplification  factor  of  the  tube  and  r   is 
the  incremental  resistance  of  the  tube.  The  voltage  amplifica- 
tion <2  /  <Z  a   t   approaches  s/^/J  +  1  as  the  load  impedance 
becomes  large.  The  cathode  follower  is  therefore  not  useful 
as  a  voltage  amplifier.  But  it  finds  extensive  use  as  an 
impedance  transformer  between  a  source  having  a  high  internal 
impedance  and  a  load  having  a  low  impedance. 

The  typical  cathode  follower  circuit  as  used  with  the 
accelerometer  in  this  high  frequency  branch  is  shown  in 
Jig.  4-5«   *n  this  circuit,  the  grid  return  resistor,  R  ,  is 
inserted  into  the  cathode  circuit  so  that  the  current 
developed  in  the  cathode  circuit  applies  feedback  into  the  input 

circuit.   The  net  result  is  a  multiplication  of  the  input 

(Ik) 
impedance  of  the  amplifier  by  the  value  of  R  . 

The  characteristics  of  the  cathode  follower  should  be; 

Frequency  range:       1  -  5000  cps 

Gain:  ^  0,94 

Input  impedance:       50  -  100  megohms 

Output  impedance:       100  -  300  ohms 

Noise  level  (rms):      100  microvolts 

All  of  the  above  characteristics  are  available  in  many 
commercial  cathode  followers,  one  of  which  is  made  by  Gulton 
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Ebb 


Fig.  k  -  5  Typical  Cathode  Follower  Circuit 
Used  with  the  Piezoelectric 
Accelerometer 


(18) 
Manufacturing  Corporation.   '  However,  the  frequency  range 

of  commercial  cathode  followers  is  usually  much  greater  than 

needed  for  this  system. 

Assume  now  an  input  signal  to  the  cathode  follower  of 
10  mv/g  ovor  a  frequency  range  of  10  -  2000  cps.  The  output 
of  the  cathode  follower,  assuming  a  gain  of  1  ,  would  match 
the  input. 
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This  signal  is  then  fed  to  a  wide  hand  amplifier. 

c)  Wide  Band  Amplifier 

The  wide  hand  amplifier  must  accept  the  output  of  the 
cathode  follower  and  control  it  in  such  a  manner  as  to  present 
an  acceptahle  signal  to  the  summing  network.   Considering  the 
summing  network  as  a  summing  device  only,  its  gain  equal  to  1, 
the  wide  hand  amplifier  must  control  "both  the  low  frequency 
cutoff  and  the  gain  of  the  cathode  follower  signal.  The  low 
frequency  cutoff  must  he  controlled  in  such  a  way  as  to  vary  it 
over  the  crossover  range.  In  this  system  the  crossover  range  is 
approximately  10  -  100  cps.  The  gain  of  the  wide  hand  amplifier 
must  he  sufficient  to  increase  the  signal  to  that  level  required 
as  an  output  from  the  measuring  system.  This  output  signal 
from  the  complete  measuring  system,  referred  to  as  the  normal- 
ized acceleration  signal,  should  have  a  value  of  1  v/g. 
(Fig.  U-3) 

A  normalized  signal  of  1  v/g  was  selected  hecause  of  its 
compatibility  with  the  remaining  systems. 

The  wide  hand  amplifier  that  seems  to  comply  with  all  of 
the  ahove  requirements  is  the  resistive-capacitance  coupled 

amplifier.   It  is  very  stahle,  inexpensive  due  to  its  simplicity, 

(19) 
and  has  the  required  frequency  characteristics. 

Its  lower  half-power  frequency  is  controlled  hy  the 
coupling  capacitance,  while  its  upper  half-power  frequency  is 
controlled  hy  its  shunt  capacitance.  (Fig.  U-6a) 

The  gain  is  controlled  at  the  low  frequency  end  mainly  hy 
the  grid  resistance  and  in  the  middle  and  high  frequency  region 
hy  the  load  resistance.  (Fig.  ^h,  6c) 

Therefore  through  adjusting  various  capacitances  and 

resistances  the  frequency  response  of  this  amplifier  can  he 

(19) 
made  to  cut  off  properly. v  J' 
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Fig.  k  -  6  Control  of  Frequency  Response  of  Resistive- 
Capacitance  Coupled  Amplifier 
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Considering  the  input  signal  to  this  amplifier  and  the 
desired  output  of  1  v/g,  the  amplifier  "iust  "be  able  to  shift 
the  low  frequency  cutoff  point  through  a  range  of  10  to  100  cps 
and  must  have  a  voltage  gain  of  at  least  100,  over  a  frequency 
range  of  5  -  5000  cps.  (Pig.  H~3)  These  characteristics  are 
found  in  commercial  amplifiers. 

However,  if  it  is  desirable  that  the  wide  band  amplifier 
control  only  the  gain  of  the  acceleration  signal,  then  the  low 
frequency  cutoff  must  be  controlled  by  another  component.  This 
component  could  be  a  simple  high  pass  filter  employed  in  the 
summing  network. 

4. 3  Low  Frequency  Branch 

The  low  frequency  branch  of  this  measuring  system  is 
similar  to  the  high  frequency  branch.   It  contains  the  low 
frequency  accelerometer,  a  suppressed  carrier  amplifier,  a 
demodulator,  and  a  low  pass  filter.  (Pig.  4-7)  The  low  pass 
filter  can  be  included  in  the  summing  network  and  its  output 
combined  with  the  output  of  the  high  frequency  branch  to  give 
the  normalized  acceleration  signal. 

a)  Accelerometer 

The  low  frequency  accelerometer  has  characteristics 
that  are  similar  to  the  typical  one  discussed  in  Chapter  3* 
Its  specific  characteristics,  obtained  from  a  composite  of  this 
type  accelerometer  are  as  follows: 

Natural  frequency:  30°  cPs 

Frequency  range:  0  -  100  cps 

Sensitivity:  20  mv/g 

Acceleration  range:  60  g's 

Its  excitation  voltage  and  frequency  are  assumed  to  be 
sufficient  to  give  a  sensitivity  of  20  mv/g. 
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The  output  of  this  low  frequency  accelerometer  is  a 
suppressed  carrier  signal,  A  suppressed  carrier  amplifier  is 
therefore  used  to  amplify  the  signal. 

b)  Suppressed  Carrier  Amplifier 

In  order  to  "bring  the  low  frequency  accelerometer 
signal  of  20  mv/g  up  to  a  level  where  it  can  "be  combined  satis- 
factorily with  the  output  of  the  high  frequency  branch  a  gain 
of  50  is  desired  for  the  suppressed  carrier  amplifier.   The 
amplifier  should  also  have  low  noise  characteristics,  and  have 
a  linear  response  over  the  range  of  input  frequencies.   These 
characteristics  are  found  in  many  types  of  commercially  available 
strain  gage  amplifiers.   These  amplifiers  are  basically  R  -  C 
coupled. 

This  amplified  signal  having  a  magnitude  of  1  v/g  must  then 
be  fed  to  a  demodulator. 

c)  Demodulator 

The  demodulator  is  present  to  transfer  from  a  carrier 
reference  to  a  zero  frequency  reference,  the  output  of  the  low 
frequency  branch  accelerometer.  This  is  done  to  obtain  a  pure 
acceleration  signal. 

This  acceleration  signal  is  then  passed  to  a  low  pass 
filter. 

d)  Low  Pass  Filter 

The  low  pass  filter  controls  the  high  frequency  cutoff 
of  the  low  frequency  accelerometer.  (Fig.  4-8,  9)  This  type  of 
filter  is  discussed  in  Chapter  5.  Article  5* 3» 

The  frequency  range  through  which  this  cutoff  point  should 
be  controlled  for  this  system  is  10  -  100  cps  which  is  the 
crossover  range.  (Fig.  4-8) 
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The  output  of  the  low  pas9  filter  is  then  combined  with 
the  output  of  the  high  frequency  "branch. 

k.k     Summing  Network  and  Amplifier 

The  outputs  of  "both  the  high  frequency  "branch  and  the  low 
frequency  "branch  have  the  same  signal  magnitude  of  1  v/g.  They 
are  also  controlled  "by  their  various  circuitry  in  such  a  manner 
as  to  match  the  low  frequency  cutoff  of  the  high  frequency 
accelerometer  with  the  high  frequency  cutoff  of  the  low  frequency 
accelerometer.  Combined  in  this  fashion  it  is  "believed  that  a 
flat  frequency  response  will  "be  obtained  over  the  desired  range 
of  0  to  2000  cps.  This  is  the  normalized  acceleration  signal 
and  the  output  of  the  proposed  measuring  system.  (Fig.  ^10) 

The  amplifier  is  to  "be  a  chopper  stabilized  wideband  d-c 
operational  amplifier  capable  of  driving  the  analyzing  system 
or  the  transmitting  link  at  its  output. 


1      10      100 
Frequency  cps 


1000       10,000 


Fig.   k  -  9     Control  Desired  by  Low  Pass  Filter 
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CHAPTER  5 
ANALYZING  SYSTEM 


5. 1  General 

The  transmission  and  receiving  circuits  of  the  telemetering 
system  used  on  the  missile  will  not  he  discussed.   They  are 
assumed  to  he  adequate  to  retain  the  required  signal  intelligence. 
However,  the  recording  device  will  he  discussed  as  a  connecting 
link  "between  the  measuring  system  and  the  analyzing  system. 

(rig.  5-1) 

5.2  Recording  Device 

The  frequencies  of  interest  contained  in  the  normalized 
acceleration  signal  are  from  0  to  2000  cps.   This  signal,  if 
fed  directly  to  a  recording  system,  must  he  recorded  in  such  a 
manner  that  the  signal  may  he  reproduced  as  often  as  desired. 
The  reproduced  signal  must  he  as  perfect  a  representation  of  the 
original  as  desired  and  useahle. 

The  magnetic  tape  recorder,  as  presently  availahle,  will 
most  closely  fulfill  this  hasic  requirement.   The  recorder  must 
have  a  flat  response  over  the  range  of  0  to  2000  cps.   It  must 
have  low  noise  and  hum  levels  and  very  little  signal  distortion. 
The  recorder  must  also  run  at  constant  speed  in  order  that  the 
frequencies  will  not  he  distorted  in  this  manner. 

There  are  magnetic  tape  recorders  availahle  which  use  a 
special  frequency  modulated  carrier  technique.  They  have  heen 
used  successfully  in  low  frequency  vibration  work.   ■"  Multi- 
channel types  are  availahle  so  that  the  acceleration  signals 
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from  the  three  axes  of  interest  may  he  recorded  simultaneously. 

The  Ampex  Magnetic  Recorder     -  Model  306  has  characteris- 
tics which  meet  the  requirements  previously  stated.   Its  frequency 
response  is  similar  to  that  presented  in  Fig.  $-2.      Its  tape 
speed  is  30  inches  per  second  and  maximum  recording  time  is  16 
minutes. 


1.0 


Gain 


0  L_ 

0 


2000 


Frequency  cps 


Fig,  5  -  2  Recorder  Gain  vs.  Frequency 


The  Ampex  FR-100,  also  availahle,  has  a  tap  e  speed  of  15 
inches  per  second  and  a  running  time  of  32  minutes.  By  using  a 
different  type  of  tape  which  is  thinner  more  can  he  stored  on  a 
reel,  The  recording  time  in  this  manner  can  he  extended  to  kg 
minutes,  which  exceeds  the  required  specification  of  30  minutes. 
The  phase  change  is  considered  unimportant  "because  phase  informa- 
tion is  lost  in  the  thermocouple  measurement. 
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5»3  Bandpass  Filters 

An  ideal  "bandpass  filter  can  only  "be  approximated  in  actual 
practice  and  at  best  the  approximation  is  imperfect.  However,  "by 
suitable  choice  of  crossover  points,  the  approximations  are 
sufficiently  valid  for  the  purposes  of  the  proposed  system* 

Filters  are  intended  to  operate  at  or  near  a  center  fre- 
quency (co.)  and  should  pass  one  hundred  percent  of  the  power 
present  at  that  frequency.  The  filter  should  also  pass  one 
hundred  percent  of  the  power  present  at  frequencies  in  the  filter 
"bandwidth.   This  is  done  only  in  theory  "by  ideal  filters. 

There  is  a  power  loss  (attenuation)  in  the  side  hands,  i. e. , 
CaJ  .  ±A>CaJ.,  of  practical  filters.  Usually,  this  loss  increases 

the  further  u_>  is  from  uj  .  .   The  frequencies  at  which  the  atten- 

1  (19) 

uation  if  fifty  percent  are  called  the  "half  power  frequencies." 

The  range  between  these  frequencies  is  called  the  filter 

'■bandwidth..  " 

It  has  been  found  that  in  using  filters  to  cover  an  exten-' 
sive  range  best  results  are  obtained  by  matching  the  half  power 
frequencies.   This  method  has  been  used  in  designing  the  filters 
used  in  this  discussion. 

A  simple  R-L-C  circuit  operating  as  a  low  pass  filter  has 
the  following  characteristics.   (Fig,  5-3) . 

Half  Power  Point 
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Fig,  5  -  3  R-L-C  Circuit  and  Its  Frequency 
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The  simple  R-l-G  filter  can  be  modified  somewhat  to  change 
the  center  frequency  yet  retain  the  fixed  bandwidth  of  oj   ,  ' 
In  this  case  Q  ,  which  is  a  figure  of  merit  in  filter  design, 
varies  directly  as  the  center  frequency. 
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bandwidth 


[5-^J 


It  is  possible  to  keep  Q,  a  constant  but  then  it  would  be  neces- 

(22) 

sary  to  change  bandwidth  to  keep  the  ratio  constant 

The  AC  equivalent  of  the  low  pass  R-L-C  circuit  with  the 
same  total  bandwidth  is  seen  in  Pig.  5~k« 
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Fig,  5  -  k    AC  Equivalent  Circuit 
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The  frequency  response  of  this  circuit  is  approximately  that  in 

Pig.   5-5 


u>1  =  lower  half  power  point 
to  -  upper  half  power  point 
co .  =  center  frequency 


Fig.  5  -  5  AC  Filter  Frequency  Response 


and  (cj   -CO,)   equals  U)    ,  the  constant  "bandwidth. 


Appendix  B  contains  the  design  specifications  and  computa- 
tions. A  plot  is  presented  in  Fig.  B-l  which  shows  how  the 
frequency  response  varies  with  j  .  On  the  frequency  response 

■  .707  is  the  half 


.OUT 


plot  the  point  at  which     ~  X<Zttj 

power  point.  The  K    which  came  closest  to  positioning  the  half 

power  points  at  the  required  frequencies  was  ,  J2  \       <T  depends 
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on  the  fixed  R  of  the  filter.   Therefore,  adjustments  can  he 
made  on  R  ,  in  testing  and  calihration,  in  order  to  give  the 
most  satisfactory  frequency  response  in  conjunction  with  adjoin- 
ing filters. 

It  is  concluded  that  "bandpass  filters  can  he  made  and 
properly  spaced  so  that  their  summed  results  satisfactorily 
approximate  results  expected  from  the  ideal  filters.  (Pig.  5-6) 

5.*+     Thermocouple 

The  vacuum  thermocouple  is  a  square  law  current  measuring 
device.  It  is  a  thermoelectric  junction  and  a  heater  wire 
mounted  in  a  small,  highly  evacuated  glass  hulh.   The  junction 
can  either  he  connected  directly  to  the  heater  or  separated  from 
it  "by  a  thin  coating  of  insulating  material.  This  insulation 
aids  in  protecting  the  thermocouple  which  can  easily  he  over- 
loaded and  thus  hurned  out  and,  further,  allows  the  convenience 
of  isolated  input  and  output  terminals.  Evacuating  the  glass 

hulh  prevents  air  circulation  due  to  convection  currents  and  the 

(25) 
accompanying  loss  of  heat,  r4      Thus,  accuracy  and  sensitivity 

are  increased. 

Measurement  is  accomplished  hy  passing  the  AC  current  through 
the  heater  which  increases  the  temperature  of  the  thermoelectric 
junction.  A  DC  voltage  is  generated  in  the  junction  which  is 
proportional  to  the  temperature  rise  and  to  the  square  of  the 
impressed  current.  In  the  proposed  system  this  generated  voltage 
is  measured  hy  a  recording  galvanometer. 

a.      Limitations 

The  voltage  generated  is  proportional  to  the  square  of 
the  current  in  the  heater  hut  only  for  small  values  of  current. 


As  current  is  increased  "beyond  small  values  radiation  occurs  and 
the  voltage  out  no  L 
he  seen  in  Fig.  5- 7* 


(25) 
the  voltage  out  no  longer  follows  the  square  law.   *"   This  can 
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Fig.    5-7      Squared  Current  Input  vs.   Output  Voltage  for  Thermocouple 
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With  an  alternating  current  input  there  is  very  little 

flutter  perceptible  in  the  output  voltage.   This  is  true  in  the 

type  tested  at  frequencies  approaching  DC.  Holding  the  input 

constant  and  varying  the  frequency  from  DC  resulted  in  constant 

output  over  the  range  0-2KC,   The  tests  conducted  used  a  type 

17-A  vacuum  thermocouple  manufactured  by  American  Thermo-Electric 

(27) 
Co.  of  Los  Angeles,  California.   "   Tests  were  conducted  on 

26  March  1957. 

Test  Results  obtained  with  a  typical  vacuum  thermocouple 
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Fig.  5  -  g  Output  Vs.  Frequency  for  Thermocouple 


TABLE  5"1  Squared  Current  Input  Versus  Generated  Voltage 
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b^  Selection  and  Calibration 

The  thermocouples  used  in  this  system  must  "be  carefully 
selected  so  that  limitations  are  not  exceeded.  Errors  occurring 
when  the  instrument  is  used  beyond  its  linear  range  may  he  unac- 
ceptahle.   The  thermocouples  used  must  have  a  rise  time  consistent 
with  the  frequencies  applied  so  that  the  flutter  is  negligihle. 
The  thermocouple  is  used  to  generate  a  mean  square  approximation, 
as  in  Eq. [2-teU, over  a  finite  interval  of  time.   The  length  of 
this  interval  is  related  to  the  period  of  flutter.  Since  the 
thermocouple  is  a  square  law  device  its  output  is  proportional  to 
the  Mean  Square  "because  the  thermocouple  output  is; 


Jo 
where  T  is  the  flutter  period. 

When  the  necessary  instrumentation  and  calibration  is  made 
C5~TD  forms  the  "basis  of  generating  a  power  density  spectrum. 
Since  i(t)   is  proportional  to  a  portion  of  the  instantaneous 
acceleration  along  the  input  axis  0  E  t/mC\  is  approximately 
proportional  to  the  power  spectral  density  of  this  "bandwidth 
over  the  time  interval  (dt)  . 

Careful  calibration  must  he  made  so  that  each  thermocouple 
output  is  proportional  to  the  square  of  the  input  voltage  from 
its  filter.   The  system  must  also  he  calibrated  so  that  the 
summation  of  handwidth  thermocouple  outputs  is  approximately  equal 
to  the  output  of  the  thermocouple  whose  input  is  the  total 
acceleration  signal,   White  noise  or  any  known  periodic  function 
may  he  used  for  this  calibration.  Since  only  the  thermocouples 
are  subject  to  pronounced  drift,  they  may  he  subsequently 
checked  and  compared  at  DC. 


79 


c.   Recording 

The  thermocouple  outputs  must  also  "be  recorded.  Since 
the  outputs  are  transient  in  nature  and  low  in  frequency  record- 
ing galvanometers  are  useful.   There  are  some  types  available 

(28) 
which  have  a  flat  frequency  response  from  dc  to  about  100  cps. 
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CHAPTER  6 

CONCLUSIONS  AND  ADDITIONAL 
RECOMMENDATIONS 


6.1  General 

It  is  concluded  that  the  system  as  presented  will  measure, 
record  and  analyze,  in  terms  of  its  power  spectral  density,  the 
accelerations  experienced  "by  missile  components  and  equipment. 

The  normalized  acceleration  signal,  which  represents  the 
component  environment,  can  "be  obtained  through  the  use  of 
commercially  available  equipment  in  such  a  manner  that  it  is  able 
to  be  recorded  and  reproduced  by  commercial  tape  recorders » 
Furthermore,  through  the  instrumentation  of  key  equations  by 
filters  and  thermocouples , this  normalized  acceleration  signal 
can  be  analyzed  and  a  line  spectral  approximation  of  acceleration 
power  spectral  density  generated.   This  approximation,  consider- 
ing the  many  components  involved  in  the  system,  should  approach 
90$  of  the  actual  input,  which  is  a  useful  figure  as  far  as 
missile  equipment  design  is  concerned- 

However,  there  are  some  additional  recommendations  that 
might  be  of  help  in  instrumenting  this  system. 

6>2  Spectrum  Analyzer 

To  assure  that  no  important  acceleration  components  are 
located  between  filter  center  frequencies,  and  therefore  not 
weighted  properly,  a  continuous  spectrum  analyzer  should  be  used 
as  a  check. 
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6,3  Extension  of  System 

To  meet  everchanging  Military  requirements  and  specifications 
it  will  "be  necessary  to  extend  "both  the  frequency  and  acceleration 
range.  Better  accelerometers  are  being  "built  and  it  is  only 
necessary  to  insert  them  into  the  system,  Minor  changes  would 
have  to  "be  made  in  the  remainder  of  the  system  hut  the  basic  ideas 
remain  the  same, 

6. H  Impedance  Reduction 

With  the  advent  of  better  accelerometers  it  is  expected 
that  an  increase  in  freqency  range  of  the  low  frequency  accel- 
erometer  will  greatly  simplify  the  system.   If  the  low  range  is 
increased  by  a  magnitude  to  approximately  300  cps  the  low  cutoff 
point  of  the  high  range  acceleroraeter  can  be  increased  by  a 
magnitude  to  300  cps  from  30  cps.   It  will  then  be  possible  to 
decrease  the  input  impedance  R.  of  Pig.  3~2  by  perhaps  a  magnitude. 
This  will  either  eliminate  or  greatly  simplify  the  cathode 
follower, 

6.5  Alternate  Recording  Method 

An  alternate  and  perhaps  better  method  would  be  to  combine 
the  high  frequency  acceleration  signal  directly  with  the  low 
frequency  suppressed  carrier  signal  instead  of  demodulating  the 
low  frequency  signal.   This  is  an  aid  in  recording  because  the 
low  frequencies  are  not  present  as  such  and  the  recorders'  task 
is  simplfied.  Some  magnetic  tape  recorders  have  low  frequency 
limitations  and  these  types  may  now  be  used.  This  is  especially 
true  if  the  impedance  reduction  of  Article  S.k   can  be  performed. 

The  demodulation  must  now  take  place  in  the  analyzing 
system  and  is  a  simple  matter,   It  might  be  done  as  in  Pig.  6-1. 
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APPENDIX  A 

OUTPUT  VS  EXCITATION  FREQUENCY  DATA  OP  A 
TYPICAL  LOW  FREQUENCY  ACCELEROMETER 


A- 10  Accelerometer  Serial  201;  Dynamic  Measurements  Company. 
Input  acceleration  -  Ig;  Input  voltage  -  6V;  March  26,  1957- 


Excitation  Frequency 

Output  mv/g 

100 

0.525 

200 

1.05 

300 

1.6 

too 

2.2 

500 

2.7 

6oo 

3.3 

700 

3.3 

800 

M 

900 

*.s 

1000 

5.7 

1500 

g.6 

2000 

ii„  5 

2500 

1^.0 

3000 

17.0 

3500 

19.0 

tooo 

21.0 

5000 

2Uo0 

6000 

26.0 

7000 

28.0 

8000 

29.0 

9000 

29o2 

10000 

29.3 
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APPENDIX  B 
FILTER  DESIGN 


3.1.  Filter  Design  Specifications  and  Computations 


U)0     =     2TTf       rad/sec;      f       =     100  cps 


1  low  pass  filter 
19  "band  pass  filters,  BW  =  100  cps 

Low  Pass  Filter 


200  tt    ■  ;   ,  choose  L  «  10  henrys 

VLC 


=  .253  *  10~6  farads 


^0000  ~TT  2 


C   -0.253/*/" 


No.  1  Bandpass  Filter 

CO  ±      ■  2  IT  f .   ;   f  -  ■  150  cps 


(JL> 


,   =  300  tt  rad/  sec 


S7 


01.-i 


CJ2  L      (30ott)2(io)       900,000 tt  2 


Ll  - 


G±         =0,1123  X  10"       =0.1123    M*, 

11  10 


u)2  c      (300-tt)2(.253)(io~6)        (90000) (it2) (.253) 


Ll     =       **■  ^  henrys 


No,    10  Bandpass  Filter 


60 10   "     2  """  f  10         f  10    s    105°  cps 


LO  1Q     =     2100  TT   rad/sec 


°10 


^102  L         (2100)2(TT2)(10)        Ul+.IOO.OOOTT2 


c.n    =  0.0023     //  f 


!10     =  Q»OQ^3      M 


,  ^0,000  TT    2 

Lio   -— — 


0J1Q2     C  U,l+10r000TT     2 


L         ■  0.091  henrys 


2S 


No.    19  Bandpass  Filter 

U) 19     =       2T      f15  f ig  =   1950   cps 

OJ  -lq     ■     3900  TT    rad/  sec 


°19 


COig2  L       (3900)2(TT2)(10)  152,100,000-rr  2 


C19     =  Q. 00066 3     ><  f 


T                        1                            1                              *K)0000  TT  2 
Ll9    =      — ' =  — ~ *    

CO      2  C  15, 210,000  TT  2  1 


L19     *  °»0263  henry s 


The  remainder  of  the  L.  and  C.   values  can  he  found  in 


TABLE  B-l. 


B.2.  frequency  Response  Calculations 

The  calculations  are  for  the  circuit  in  Fig.  5-4. 

For  a  fixed  center  frequency  uj   .  ,  the  only  variahles  are 
00  and  }  .  The  gain  portion  of  the  frequency  response  is 
presented  in  Fig.  B-l.  <f      was  varied  to  show  its  effect  on 
the  response. of  the  No.  10  Bandpass  Filter. 

The  following  contains  the  derivation  of  an  expression  for 
e 


out 
in 


as  a  function  of  CO  . 
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TABUS     B-l 


BAND  PASS  FILTER  CONSTANTS 


(^j.  rad/sec 

fi   cps 

L     henrys 

»!/«' 

Qw 

CJo 

100 

0 

0 

— 

u»i 

150 

kM 

0,1123 

1.5 

UJ2 

250 

1.60 

o,o4o4 

2.5 

U)3 

350 

0,817 

0.0206 

3-5 

LOl| 

^50 

0.493 

0,0125 

K5 

U)  5 

550 

0.331 

O.OO836 

5.5 

cJg 

650 

0.237 

0.00598 

6.5 

u)7 

750 

0,178 

0,0045 

7=5 

cJg 

850 

0.1385 

0.0035 

8.5 

0)9 

950 

0.111 

0.0028 

9.5 

CO  10 

1050 

0.091 

0.0023 

10,5 

u)u 

1150 

0,0757 

0.00191 

U.5 

u312 

1250 

0.061*) 

0.00162 

12.5 

oJ13 

1350 

0,0548 

0.00139 

13*5 

1U50 

O.0U77 

0.00120 

1K5 

u)15 

1550 

O.OU17 

0.00105 

15.5 

^16 

1650 

O.O367 

0.00093 

16.5 

u)  17 

1750 

0.0327 

0. 000826 

17.5 

u)lg 

1850 

0.0292 

0,000738 

18,5 

u)19 

1950 

0.0263 

0,000665 

19.5 
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in 


Jw*t+j*o 

r  +  jWL  +  -rrrsr- 

(Ju)C) 


Ju)L, 


ju>c 

(juJC) 

jU)Li  +    JOJC 

(JU)C) 

J^>L, 


1  -  uj     LjO 


'in 


[ 


JujL  + 


juJO,  J 


'juoC 


JujC 


Jl 


J^L, 


+     R    + 


1  -  u)    L  0 


'in 


JwL4 


1-00       LjO 


1  -  (*3    LG4 


JU3L, 


+     R    + 


1  -  OJ      IjO 


Using 


CO  i 


V 


L  0. 


J^r  <"iV 


1  - 


CO 


u) 


!in 


CO 


C0.2 


U)i        i  i 


+     R     + 


cOj        i  1 
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Let       <*Lm     X 


j(coi  L4)   X 


1  -  Xc 


'in 


-X2 


J(co ic±)  X 


+     R    + 


j(lO,   Lj)   X 


Let 


x2 


■     F 


J   (cot  \)     I 


in  I    *     J(Ml  L,)   F     ♦        (  I  }   f 

i      1 


m 


1  - 


J  R 


2  2 

CO  *  LiCi  F* 


^ih 


'in 


L.   F 
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I       .L.   Fj 

L-      1    1 


An  equivalent  equation  • 
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GO 


2  j  jp 


GJ  CO 
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in 


i.c 

1.0 

>T\C  =  -72    ! 

X     ^2 

\      * 

\       > 

0.8 

V=l.0\        \^=0-5 

>       \ 

0.6 

\      \ 

\          *        \ 

^V      >     X 

i  \.       *      X 

04 

_ 

^      \   X 

V     v  x. 

X.     v  /V 

^w     %^^. 

0.2 

1   ^^^ 

0 

_i i i i 

■      1      1      1      1      1      1 1 1 1 1 — 

1050 


1100  1150 

FREQUENCY -CPS 


1200 


Fig.   B-l      Effect  of   t,  on  Gain  vs.   Frequency 
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